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Organic Data Validation (M3 Level) 
Project: 180-2644-1 
Site: Dimock 

[~~~~~~;~~~~~~~I~~~J 
Organic Data Reviewer 
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Senior Oversight Chemist 

To: Colleen Walling 
ESAT Region 3 Project Officer 

OVERVIEW 

Third party Project 180-2644-1, consisted of two (2) aqueous samples analyzed for the following 
parameters by the methods listed below. All analyses were performed by TestAmerica­
Pittsburgh (TALPA) through the Delivery of Analytical Services (DAS) program. 

Parameter 

Volatile Organic Compounds 

Semivolatile Organic Compounds 

Glycols 

Dissolved gases 

Gas Range Organics 

Ethylene dibromide 

Diesel Range Organics 

SUMMARY 

Method 

EPA 8260B 

EPA 8270C 

EPA 8015C 

RSK-175 

EPA 8015B 

EPA 8011 

EPA 8015B 

Data were validated according to Region 3 Modifications to the National Functional Guidelines 
for Organic Data Review, Level M3 and is assigned the Superfund Data Validation Label S4VM 
(Stage_ 4_ Validation_Manual). Areas of concern with respect to data usability are listed below. 
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MINOR PROBLEM 

• The laboratory reported that samples for dissolved gases analyses had a pH greater than two 
(>2) when received. Analysis of these samples was performed six (6) days after collection. 
Samples must be preserved to pH of less than two ( <2) for dissolved gases. The positive 
result reported for methane in TC-1 was qualified "L" on the DSF. Quantitation limits for 
remaining compounds in these samples were qualified "UL" on the DSF. 

NOTES 

• Several compounds failed precision criteria [Percent Difference (%D)] in continuing 
calibrations associated with volatile, semivolatile and dissolved gases fractions. No positive 
results were reported for these compounds. The quantitation limit for semivolatile compound 
benzidine exceeded the 50% criteria; however, this compound was not listed on sample Form 
Is and no action was taken by the reviewer based on this finding. 

• Target compound triethylene glycol was found in the analysis of method blank 480-27399/1-
A at a concentration of 3.14 J mg/L. Sample TC-1 reported a concentration of this blank 
contaminant less than five times ( <5X) the blank concentration and has been qualified "B" on 
the DSF. 

• Sample volumes other than one (1) liter were used in the semivolatile and diesel range 
organic analyses for the samples associated with this case. The dilution factors reported on 
the DSFs reflect actual sample volumes analyzed. 

• Results and Relative Percent Differences (RPDs) for Laboratory Control Sample/Laboratory 
Control Sample Duplicate (LCSILCSD) analyses were within control limits for all 
parameters. 

• Compounds detected below Reporting Limits (RLs) are qualified "J" unless superseded by 
"B" on the DSFs. 

ATTACHMENTS 

Appendix A - Glossary of Data Qualifier Codes 
Appendix B- Data Summary Form(s) 
Appendix C - Chain of Custody Records 
Appendix D- Laboratory Case Narrative 

DCN: 180-2644-l_Organic 

DIM0266315 DIM0266466 



Appendix A 
Glossary of Data Qualifier Codes 
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GLOSSARY OF DATA QUALIFIER CODES (ORGANIC) 

CODES RELATED TO IDENTIFICATION 
(confidence concerning presence or absence of compounds) 

U = Not detected. The associated number indicates approximate sample 
concentration necessary to be detected. 

NO CODE = Confirmed identification. 

B = Not detected substantially above the level reported in laboratory or field 
blanks. 

R = Unusable result. Analyte may or may not be present in the sample. 
Supporting data necessary to confirm result. 

N = Tentative identification. Consider present. Special methods may be 
needed to confirm its presence or absence in future sampling efforts. 

CODES RELATED TO QUANTITATION 
(can be used for both positive results and sample quantitation limits): 

J = Analyte present. Reported value may not be accurate or precise. 

K = Analyte present. Reported value may be biased high. Actual value is 
expected to be lower. 

L = Analyte present. Reported value may be biased low. Actual value is 
expected to be higher. 

UJ = Not detected, quantitation limit may be inaccurate or imprecise. 

UL = Not detected, quantitation limit is probably higher. 

OTHER CODES 

NJ = Qualitative identification questionable due to poor resolution. 
Presumptively present at approximate quantity. 

Q= No analytical result. 
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Appendix B 
Data Summary Forms 
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#: 180-2644-1 

Site : DIMOCK 

Lab.: TALPA 

Number I Location: 

Matrix: 
Units: 

Date :SaiJilplc~d 

DIM0266315 

DATA SUMMARY FORM: Volatiles 

TC-1 AW-2 

Water Water 

Number of Soil 

Number of Water 

: 0 

: 2 
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#: 180-2644-1 

Site : DIMOCK 

Lab. :TALPA 

Number I Location: 

Matrix: 

Units: 

Date San~plf:d 

quamtit:aticm limits: 

DIM0266315 

DATA SUMMARY FORM: Volatiles 

TC-1 AW-2 

Water Water 

*Dilution Revised 09/99 
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#: 180-2644-1 

Site : DIMOCK 

Lab .. TALPA 

Number I Location: 

Matrix: 

Units: 

Date .:>wJtliJn;u 

DIM0266315 

DATA SUMMARY FORM: BNA 

TC-1 AW-2 

Water Water 

Number of Soil """'·"l'""~ 
Number of Water 

0 

2 
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Number: 180-3644-l 

Site: 

Lab.: 

Number I Location: 

Matrix: 

Units: 

Date """"I-"''" 
Time "'"""~-'"'"' 

DIM0266315 

uantltaltion limits: 

DATA SUMMARY FORM: BNA 

SDG: 2H-l 

DIMOCK 
TALP 

TC-1 

Water 

"'Dilution 

AW-2 

Water 

Revised 09/99 
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Project#: 180-2644-1 

Site : DIMOCK 

Lab. :TALPA 

Sample Number : 

Matrix: 

Units: 

Date Sampled : 

Time Sampled : 

Dilution Factor : 

Glycols 

RL = Reporting Limit 

DATA SUMMARY FORM: Glycols 

TC-1 AW-2 

Water Water 

mg!L mg!L 

08/04/2011 08/04/2011 

09:30 13:20 

1.0 1.0 

Result Flag 

To calculate sample quantitation limits: (RL * Dilution Factor) 

DIM0266315 

Result Flag 

Page 

Number of Soil Samples : 0 

Number of Water Samples: 2 

Flag 

SEE NARRATIVE FOR CODE DEFINITIONS 

Revised 09/99 
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DATA SUMMARY FORM: Dissolved Gases Page of 9 

Project#: 180-2644-1 

Site : DIMOCK 

Lab.: TALPA 

Sample Number : 

Matrix: 

Units: 

Date Sampled : 

Time Sampled : 

pH: 
Dilution Factor: 

Dissolved Gases 

RL = Reporting Limit 

RL 

TC-1 

Water 

ug!L 

08/04/2011 

09:30 

>2 

1.0 

Result 

To calculate sample quantitation limits: (RL * Dilution Factor) 

DIM0266315 

AW-2 

Water 

ug!L 

08/04/2011 

13:20 

>2 

1.0 

Result Result Flag 

Number of Soil Samples : 0 

Number of Water Samples: 2 

Result Flag 

SEE NARRATIVE FOR CODE DEFINITIONS 

Revised 09/99 
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DATA SUMMARY FORM: EDB Page _7_ of _9 _ 

Project#: 180-2644-1 Number of Soil Samples : 0 

Site: DIMOCK Number of Water Samples : 2 

Lab.: TALPA 

Sample Number : TC-1 AW-2 

Matrix: Water Water 

Units: ug/L ug/L 

Date Sampled: 08/04/2011 08/04/2011 

Time Sampled : 09:30 13:20 

Dilution Factor: 1.0 1.0 

Analyte RL Result Flag Result Flag Result Flag Result Flag Result Flag 
l.;l._'J':•'l .·ulJ:JH -. :' ::•·''-!''''·;; !{] : .. :• ;~~:; ~;::. 1~: :,:; } \ii.'/:i:: ;~£~~ ;::'~';:~~~~.~~;·. ·.~~ ~-· . ;;;~:t:i • ~;;,t•:,'s::,',·~·J)' ~t,;._ .,,.,,. :;,:: ;;;.:~ ~~~~;z; l~&.llJ 

RL =Reporting Limit *Action Level Exists SEE NARRATIVE FOR CODE DEFINITIONS 

To calculate sample quantitation limits: (RL * Dilution Factor) Revised 09/99 
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DATA SUMMARY FORM: Gas Range Organics (GRO) Page_8_of_9_ 

Project #: 180-2644-1 

Site : DIMOCK 

Lab.: TALPA 

Sample Number : 

Matrix: 

Units: 

Date Sampled : 

Time Sampled : 

pH: 
Dilution Factor : 

Analyte 
!''l.i;((]RQ):.;, cj 

RL = Reporting Limit 

TC-l 

Water 

ug!L 

08/04/2011 

09:30 

<2.0 

1.0 

RL Result 

'f2S, ~"F tf~1~;,i~}{it':,i; ~' 

AW-2 

Water 

ug!L 

08/04/2011 

13:20 

<2.0 

1.0 

Flag Result 

t':~~J~ :·.:•: .:.)Of.'< 
'·"'·'·/.:~:· 

To calculate sample quantitation limits: (RL "' Dilution Factor) 

DIM0266315 

Flag Result 
:.y; '·" 

Flag 

::<,:,!.;:;+;. 

Number of Soil Samples : 0 

Number of Water Samples: 2 

Result Flag Result Flag 

I ~:i>:'~,1;1 '':''"''~:::,;,~ I~C'~~:JE ~~~·~,)J~·J:~;,~;;;·#~I. ~iJ:J~~!:Ji 

SEE NARRATIVE FOR CODE DEFINITIONS 

Revised 09/99 
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DATA SUMMARY FORM: Diesel Range Organics (DRO) Page _9_ of _9 _ 

Project#: 180-2644-1 

Site : DIMOCK 

Lab.: TALPA 

Sample Number : TC-1 AW-2 

Matrix: Water Water 

Units: mg!L mg!L 

Date Sampled : 08/04/2011 08/04/2011 

Time Sampled : 09:30 13:20 

0.98 1.05 

RL = Reporting Limit *Action Level Exists 

To calculate sample quantitation limits: (RL * Dilution Factor) 

DIM0266315 

Number of Soil Samples : 0 

Number of Water Samples : 2 

SEE NARRATIVE FOR CODE DEFINITIONS 

Revised 09/99 
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Appendix C 
Chain of Custody Records 
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AppendixD 
Laboratory Case Narrative 
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ANALYTICAL REPORT 

Job Number: 180-2644-1 

Job Description: Focused Site Assessment 

For: 
URS Corporation 

Foster Plaza 4 
501 Holiday Drive, Suite 300 

Pittsburgh, PA 15220 

Attention: Mr. James Pinta, Jr. 

Designee for 
Carrie L Gamber 

Project Manager II 
carrie.gamber@testamericainc.com 

09/13/2011 

Awfoved lbt release. 
Jil l Coiussy 
Project Mgml Assistant 
911312011 8:29AM 

The test results in this report meet all NELAP requirements for parameters for which accreditation is required or 
available. Any exceptions to the NELAP requirements are noted in this report. Pursuant to NELAP, this report may not 
be reproduced, except in full, without the written approval of the laboratory. This report is confidential and is intended 
for the sole use of TestAmerica and its client. All questions regarding this report should be directed to the TestAmerica 
Project Manager or designee who has signed this report. 

TestAmerica Laboratories, Inc. 

TestAmerica Pittsburgh 301 Alpha Drive, RIDC Park, Pittsburgh, PA 15238 

Tel (412) 963-7058 Fax (412) 963-2468 www.lestamericainc.com 

Page 1 of 1445 
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CASE NARRATIVE 

Client: URS Corporation 

Project: Focused Site Assessment 

Report Number: 180-2644-1 

With the exceptions noted as flags or footnotes, standard analytical protocols were followed in the analysis of the samples and no 
problems were encountered or anomalies observed. In addition all laboratory quality control samples were within established control 
limits, with any exceptions noted below. Each sample was analyzed to achieve the lowest possible reporting limit within the constraints 
of the method. In some cases, due to interference or analytes present at high concentrations, samples were diluted. For diluted 
samples, the reporting limits are adjusted relative to the dilution required. 

Calculations are perfonned before rounding to avoid round-off errors in calculated results. 

All holding limes were met and proper preservation noted for the methods perfonned on these samples, unless otherwise detailed in the 
individual sections below. 

RECEIPT 
The samples were received on 08/05/2011; the samples arrived in good condition, properly preserved and on ice. The temperature of 
the coolers at receipt was 0.0 and 0.7 C. 

The laboratory received a broken 1L amber bottle for sample TC-1 (180-2644-1). 

The laboratory only received six VOA vials for sample AW-2 (180-2644-2) instead of nine. 

LOW LEVEL VOLATILE ORGANIC COMPOUNDS 
Methylene Chloride and 'foluene were detected in method blank MB 180-10937/3 at levels that were above the method detection limit 
but below the reporting limit. The values should be considered estimates, and have been flagged "J". If the associated sample reported 
a result above the MDL and/or RL, the result has been "B" flagged 

SEMIVOLA TILE ORGANIC COMPOUNDS !GC·MSl 
No difficulties were encountered during the semivolatiles analyses. 

GAS RANGE ORGANICS 
No difficulties were encountered during the GRO analyses. 

GLYCOLS 
Triethylene Glycol was detected in method blank MB 480-27399/1-A at a level exceeding the reporting limit. If the associated sample 
reported a result above the MDL and/or RL, the result has been "B" flagged. 

The continuing calibration verification (CCV) (CCV 480-2738313) for Ethylene Glycol recovered above the upper control limit. The 
samples associated with this CCV were non-detects for the affected analytes; therefore, the data have been reported. 

DISSOLVED GASES 
The following samples submitted for dissolved gases analysis were received with incorrect preservation (pH >2): AW-2 (180-2644-2) and 
TC-1 (180-2644-1 ). 

1,2-DIBROMOETHANE AND 1,2-DIBROM0-3-CHLOROPROPANE BY MICROEXTRACTION AND GAS CHROMATOGRAPHY 
No difficulties were encountered during the EDB and DBCP analyses. 

DIESEL RANGE ORGANICS 
No difficulties were encountered during the ORO analyses. 

METALS 
Antimony, Boron and Molybdenum were detected in method blank MB 180-10641/1-A at levels that were above the method detection 
limit but below the reporting limit. The values should be considered estimates, and have been flagged "J". If the associated sample 
reported a result above the MDL and/or RL, the result has been "B" flagged. Refer to the QC report for details. 

Page 8 of 1445 
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Several analytes were detected in method blank MB 180-1 0417/1-A at levels that were above the method detection limit but below the 
reporting limit. The values should be considered estimates, and have been flagged "J". If the associated sample reported a result above 
the MDL and/or RL, the result has been "B" flagged. Refer to the QC report for details. 

GENERAL CHEMISTRY 
The method blanks had compounds detected at a level that was above the method detection limit but below the reporting limit. The 
values should be considered an estimate, and have been flagged "J". If the associated sample reported a result above the MDL and/or 
RL, the result has been "B" flagged. 

Page 9 of 1445 
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8/5/2011 login Container Summary Report 180-2644 

Temperature readings:------------------------------

Client Sample ID 

TC-1 

TC-1 

TC-1 

TC..l 

TC-1 

TC-1 

TC-1 

TC-1 

TC-1 

TC-1 

TC-1 

TC-1 

TC-1 

TC-1 

TC-1 

TC-1 

TC-1 

TC-1 

TC-1 

TC-1 

TC-1 

TC-1 

TC-1 

AW-2 

AW-2 

AW-2 

AW-2 

AW-2 

AW-2 

AW-2 

AW-2 

AW-2 

AW-2 

AW-2 

AW-2 

AW-2 

Page 1 of2 
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I&b...ID. 

180-2644-A-1 

180-2644-B-1 

180-2644-C-1 

180-2644-D-1 

180-2644-E-1 

180-2644-F-1 

180-2644-G-1 

180-2644-H-1 

180-2644-I-1 

180-2644-J-1 

180-2644-K-l 

180-2644-L-1 

180-2644-M-1 

180-2644-N-1 

180-2644-0-1 

180-2644-P-1 

180-2644-Q-1 

180-2644-R-1 

180-2644-S-1 

180-2644-T-1 

180-2644-U-1 

180-2644-V-1 

180-2644-W-1 

180-2644-A-2 

180-2644-B-2 

180-2644-C-2 

180-2644-D-2 

180-2644-E-2 

180-2644-F-2 

180-2644-G-2 

180-2644-H-2 

180-2644-I-2 

180-2644-J-2 

180-2644-K-2 

180-2644-L-2 

180-2644-M-2 

{;;Qntain!3: :ereBD!!Itive 
Container T)!I!e l2H Added .cm:1V. l&1J1 

Plastic 1 liter - unpreserved 

Amber Glass 1 liter - Sulfuric Acid "t. 

Amber Glass !liter - unpreset'\(ed 

Amber Glass lliter - unpreserved 

Amber Glass lliter - Hydrochloric ""'t 

Amber Glass lliter- Hydrochloric 'to 

Plastic 500ml - with Nitric Acid !.. 

Plastic 500ml - unpreserved 

Plastic 250m! - with Sulfuric Acid z.. 

Voa Vial 40ml- with Sodium 

Voa Vial40ml - with Sodium p 

Voa Vial 40ml - unpreserved 

Voa Vial40ml - unpreserved 

Voa Vial40ml- unpreserved 

Voa Via140ml- Hydrochloric Acid f 
Voa Vial40ml- Hydrochloric Acid 

Voa Vial40ml- Hydrochloric Acid 

Voa Vial40ml - Hydrochloric Acid 

V oa Vial40ml - Hydrochloric Acid 

Voa Vial40ml -Hydrochloric Acid 

Voa Vial40ml - Hydrochloric Acid 

Voa Via140ml - Hydrochloric Acid 

Voa Via140ml -Hydrochloric Acid 

Plastic 1 liter - unpreserved 

Amber Glass 1 liter - Sulfuric Acid L 
Amber Glass 1 liter - Sulfuric Acid "\.... 

Amber Glass 1 liter - unpreserved 

Amber Glass !liter- unpreserved 

Amber Glass 1 liter- Hydrochloric 1. 

Amber Glass I liter- Hydrochloric 1. 

Plastic 500ml - with Nitric Acid ""l.. 

Plastic 500ml - unpreserved 

Plastic 250ml- with Sulfuric Acid 't.. 

Voa Vial40ml- with Sodium _f_ 
Voa Vial40ml- with Sodium L 
Voa Vial40ml- unpreserved 
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Client Sample ID lJJh11.l l&tJt 

AW-2 180-2644-N-2 Voa Vial 40ml -

AW-2 180..2644-0-2 Voa Vial40ml- unpreserved 

AW-2 180..2644-P-2 Voa Vial40ml- Hydrochloric Acid L 
AW-2 180-2644-Q-2 Voa Vial40ml- Hydrochloric Acid 

AW-2 180-2644-R-2 Voa Vial40ml- Hydrochloric Acid 

AW-2 180-2644-S-2 Voa Vial40ml- Hydrochloric Acid 

AW-2 180..2644-T-2 Voa Vial 40ml- Hydrochloric Acid 

AW-2 180-2644-U-2 Voa Vial40ml- Hydrochloric Acid 
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